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DESIGNER'S NOTES:

1.

2.

COORDINATE SIZE AND TYPE OF BIOLOGICAL SAFETY CABINET  (BSC) WITH THE
ARCHITECTURAL EQUIPMENT DRAWINGS.

ESTABLISH EXHAUST REQUIREMENTS AND CHARACTERISTICS OF THE BSC BASED

ON PROJECT PROGRAM AND VA HVAC DESIGN MANUAL.

BIOLOGICAL SAFETY CABINET EXHAUST

SYSTEM

TO DEDICATED EXHAUST FAN

SEE EXHAUST STACK DETAIL
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